Studies on continuous positive airway pressure breathing systems.
A study was undertaken to compare CPAP/IMV systems shown to be in common use in the U.K. The most frequently used system (Servo 900B) has characteristics which are likely to increase the work of breathing. Recommendations are made regarding the theoretically most acceptable systems.